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TECHNICAL MEMORANDUM

A REVIEW OF ELECTRICAL IMPEDANCE SPECTROMETRY METHODS

FOR PARAMETRIC ESTIMATION OF PHYSIOLOGIC FLUID VOLUMES

(MSFC Center Director's Discretionary Fund Final Report, Project No. 96-03)

1. INTRODUCTION

When an astronaut enters microgravity, he or she experiences a general shift of body fluids

toward the head. The lack of a continual, downward gravitational force causes a redistribution of the

extra stores of fluid in the calves and thighs toward the head and neck which may result in discomfort

and edema. Over a number of days, the body adapts by eliminating excess fluids and limiting fluid

intake until achieving a new equilibrium of fluid volumes. A very similar phenomenon occurs during

extended bed rest on the ground. And just as one may feel lightheaded or faint when standing up after

extended bed rest, an astronaut can experience this loss of consciousness (syncope) upon returning to the

Earth or landing on Mars, where his or her health and performance is most critical. Accurate, real-time

measurement of these physiologic fluid shifts allows more extensive modeling and analysis of this

component of "space adaptation syndrome" and its countermeasures.

A certain amount of fluid volume information can be gained through the application of electrical

impedance spectrometry (EIS) with parameter estimation algorithms. This report documents a small

effort at Marshall Space Flight Center to test the use of EIS techniques to estimate intercompartmental

and intersegmental fluid shifts in a human calf. Previous studies of fluid shifts in space and during bed

rest are reviewed, the theory and mathematical models of tissue conductivity are explained, and a

description of the development and testing of EIS hardware and software are provided.





2. BACKGROUND

2.1 Fluid Shifts During Space Flight and Bed Rest Studies

Flight experiments conducted on Skylah, Spacelab, and Soviet missions have indicated that soft

tissue fluids which on Earth pool in the vasculature and interstitium of the legs exhibit a redistribution to

the head and chest in microgravity due to removal of the hydrostatic gravitational gradient.l Leg volume,

measured by plethysmograph and calf girth measurements on a number of Shuttle missions, exhibited an

initial exponential decrease of 1.5-2 L in the leg depending on overall weight with a time constant of

6-10 hr and overall settling time of 3-5 days. 2

Fluid movement (as opposed to loss of muscle, bone, or fat mass) accounts for nearly all of the

volume change due to the rapidity of the loss upon entering microgravity and the quick return of fluid

volume after landing. After the initial fluid shift, a general fluid loss accompanied by decreased fluid

intake causes a typical decrease in total body water (TBW) of 1.7 to 3 percent within 2 days after

launch.l These changes in body fluid volume and distribution are suspected to be a fundamental cause of

subsequent cardiovascular system changes which occur during brief (2-1 ! days) Shuttle flights. 3

Similar fluid shifts occur during postural changes on the ground. Early investigations, including

that of Hargens et al.,4 showed that head'down tilt (HDT) elicits physiologic responses quite similar to

those of space flight. Hargens et al. tracked qualitative and quantitative measures on eight subjects

before, after, and during 8 hr of to 5 ° HDT. Decreased leg volume (-3.2 percent calf circumference,

-4.5 percent leg volume by water displacement), increased urine output, facial edema, nasal congestion,

headache, and orthostatic intolorance from HDT are very similar to responses in actual weightlessness.

This study in particular indicated a transcapillary fluid shift by measuring sharp decreases in interstitial

fluid pressures in both the muscle (4.6 to -2.8 mmHg) and subcutaneous tissues (0.6 to -3.8 mmHg)

during HDT.

2.2 Standard Countermeasures to Fluid Shifts

The standard test for the cardiovascular fitness of Shuttle astronauts (as well as ground-based bed

rest subjects) is the "passive stand test" in which the heart rate and blood pressure is measured during

5 min of supine rest followed by 5 min of standing upright. Preflight (normal), the heart rate increases

from =57 to =70 beats per minute (BPM), leveling off after 2-3 rain. Postflight measurements, after a

flight of 2-8 days, reveal that the initital supine heart rate begins higher--as high or higher than the

preflight standing rate. Upon standing, the postflight heart rate jumps to >100 BPM and continues to

increase for the duration of the test. 3 Syncope can result.

The standard Shuttle countermeasure to this "space adaptation syndrome" as it is sometimes

called, is oral rehydration with 32 oz of liquids and eight salt tablets beginning -- 1 hr before returning to

Earth. Called "fluid loading," this countermeasure decreases the postflight supine heart rate as well as

the increase in postflight supine and standing heart rates, but it does not eliminate the continued increase



in postflightstandingheartratewhichcontinuesfor thedurationof thetest.In addition,theeffectiveness
of oral rehydrationonheartratedecreaseswith an increasein timespentin microgravityuntil, after
flights of >10 day, there seems to be no differences between users and nonusers of this countermeasure. 3

These results indicate that more than one process may be at work. Short-term orthostatic

hypotension may be caused by loss of total body fluids, including a decrease in total plasma volume of

12 percent, 5 while longer term adaptations include increased venous compliance 6 with a modification of

the setpoint for intravascular control. 7

2.3 Computer Modeling

Questions remain involving the fundamental processes which drive these responses. What causes

a decrease in total plasma volume? Does a decrease in total volume cause increased venous compliance?

How could fluid shifts result in modifications of the baroreceptor reflex? The last question has been

greatly researched and debated. Early investigators proposed that a suppression of antidiuretic hormone

due to an increase in central venous pressure caused by a large fluid shift from lower to upper body

segments may cause the fluid loss and reflex changes. 8 The problem is that central venous pressure does

not seem to increase at all. Studies from Spacetab 1 and ground-based simulations could not find an

increase in central venous pressure either during spaceflight or in the launch posture. 3

A few researchers have attempted to apply a version of Guyton's overall fluid, electrolyte, and

cardiovascular system regulation model to the problem. 9,1° Simanonok et al. II have modified the model

to include the gravitational vector direction and magnitude as a variable to support planning and inter-

pretation of HDT studies. Simulation results, which match those from flight data from Spacelab Life

Sciences-l, propose a mechanism for the decrease in fluid volumes to a low point in --8 day followed by

some recovery. The model includes a complexc_scade of eyents which could cause cardiovascular and

fluid regulation changes experienced on orbit. The model indicates that a decrease in hematocrit and

protein concentration over days with a quick fluid shift and total volume decrease over hours can be the

cause of the undershoot in blood volume which achieves a minimum at about day 3 followed by some

recovery. The model is used to postulate mechanisms which can focus experimentation and instrumentation.

Likewise, the same group has published results which use the same computer program to model

the effectiveness of lypressin to extend the effects of fluid loading to increase antidiuresis.12 They

favorably compared actual and simulated urine volumes during HDT and made some adjustments to

model the dosage effects of lypressin. The model successfully predicts a 50-percent less decrease in fluid

volume after 4 hr using lypressin and fluid loading as a countermeasure compared to using salt and fluid

loading alone.

The availability of an accurate systemic model of fluid balance and cardiovascular regulation

should be invaluable for keeping track of the various mechanisms involved, and guiding experimental

hypothesis and instrumentation selection. Conceivably, all combinations of countermeasures (exercise,

lower body negative pressure, fluid loading, antidiuretics, and others) could be applied to the model in

combination at many possible stages in adaptation from launch to touchdown. These simulation results

could be used to determine the most promising protocols for more expensive and time-critical HDT and

space-based experimentation.

4



However,to beusedeffectively,anycomplexmodelrequiresaccuratemeasurementof
fundamentalparametersandcalibrationof boundaryconditionsduringsimulation.Without periodic
calibration,phenomenathataremeasuredovertime scales of hours can be modeled accurately, while

longer term, or weekly time scale, phenomena are at best qualitative. Accurate and fast measurements of

intracellular and extracellular fluid volume changes in multiple body segments provide fundamental

parameters to an extended cardiovascular system model. Measurement of these data with near continu-

ous resolution extends the usefulness of a cardiovascular system model to provide accurate process

dynamics and guide experimentation over a number of days or weeks rather than over short-term

hydrostatic HDT studies.

EIS with parameter identification shows promise in filling this role while being noninvasive and

portable so that long-duration fluid volume dynamics can be compared in ground and flight studies. To

justify this statement, the background of this measurement technique is reviewed, beginning with its

basis in volume-conductor theory, continuing through its use in TBW estimation using single and

multiple frequencies, and concluding in the state-of-the-art fitting of the impedance spectrogram to the

Cole-Cole model of cells in suspension to estimate intraceIlular and extracellular fluid volumes.

2.4 Simple Volume Conductor Theory of Electrical Impedance Measurement

The adult male human body averages =57-percent water, 40 L by weight distributed between

intracellular, interstitial, and intravascular compartments. Roughly 25 of the 40 L are intracellular fluid,

separated from the other compartments by somewhat leaky cell membranes; 12 L are interstitial, sepa-

rated from the remaining 3 L of intravascular volume by the vascular wails. 13 These fluids contain

sodium, potassium, chloride, and phosphate ions, forming a good electrical conductor.

When a voltage is applied across a cylindrical conductor filled with ions in suspension, these

fluids conduct an electric current. The resistivity of this conductor is inversely proportional to the num-

ber of charges per unit volume. Ions have conductivities which depend on relative concentrations,

mobility, and chemical charge--aheir ionic strength. 14 Together the various ionic strengths produce a

specific resistivity, p, for the conductor. As depicted in figure 1, the resistance of a cylindrical body

segment with a constant distributed specific resistivity can be determined from its resistivity, length, and
cross-sectional area.

Area,A= R(_ _ CylindricalC0ncluct0r )
(Radius)2_ P= Conductor Specific Resistivity

-'_ Length, L "_

Figure 1. Simplified volume conductor model of segmental impedance.
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As Nyboer15explains,a lumped-parametermodelof segmentalresistancecanbeestimatedas

L (1)
R=p_ ,

where R is the lumped resistance in ohms (if2), p is the specific resistivity in ohm-cm, L is the segment

length in cm, and A is the cross-sectional area in cm 2. An electromotive force applied across the length

of a homogeneous conductive cylinder produces an evenly distributed electric current within the conduc-

tor. The voltage difference measured at any two points along the length of the conductor is proportional

to the current passing through the conductor and the resistance of the section between the voltage

measurements.

Substituting the geometric calculation of conductor volume V = L_4 and algebraically rearrang-

ing provides the relationship for segmental fluid volume in terms of known or measurable quantities

v=,oL 2 (2)
R

If resistivity/9 and length L between points of applied potential remain constant, then volume can

be determined from measurement of resistance. Alternatively, a resistance measurement which changes

over time can indicate a change in fluid volume.

2.5 Clinical Measurement of Total Body Water Using Electrical Impedance

Many researchers have measured whole-body impedance at a single frequency and correlated the

inverse of this value to independent measurements of TBW or fat-free mass (FFM). Single-frequency

TBW measurement techniques were validated as early as 1969 by Hoffer et al. 16 Later research involved

updating and reverifying the technique for clinical use. 17-19

Hoffer et al. 16 correlated the whole body impedance magnitude and TBW of 20 normals, and

used the results to estimate TBW in 34 patients of various clinical disease states. Whole-body impedance

was measured using four surface electrodes on the right hand and left foot, imposing a 0.1 mann s (root

mean square) current at 100 kHz through the outer electrodes, and measuring the resulting voltage

across the inner electrodes. This measurement, along with height, weight, and wrist circumference were

correlated with TBW determined by the tritiated water method with blood samples drawn after 5 and 6

hr for equilibration of the isotope. They found the best relationship was TBW versus the ratio of height

(Ht) in meters squared divided by impedance (Ht2/Z) which had a correlation coefficient, r, of 0.92.

Determination and correlation of Ht2/Z with an ionic mass measurement produced no evident improve-

ment. Using the model determined on the 20 normals (estimated TBW = AxHt2/Z+B, where A and B are

constants determined by regression on the 20 normals), the TBW of the 34 diseased patients (with renal

failure, Cushing's syndrome, or obesity) were estimated with r=-0.93.

An important analysis by Hoffer et ai. involved the choice of measurement frequency. They

measured whole-body impedance magnitude at 0.1, 1, 10, and 100 kHz and showed a fairly rapid

6



decreasein impedancemagnitudefrom 10-100kHz. This decreaseis apparentlydueto an increasein
conductionvia intracellularfluids becauseof capacitivecouplingacrosscell membranesandtheythere-

fore decided to use only the data from 100 kHz (the highest frequency in the data available) in the

analysis. However, later research shows that this decrease in impedance magnitude continues to just over

1 MHz, 14 indicating that a better measurement of TBW, intracellular plus extracellular, may be more

accurately measured at frequencies >1 MHz.

The value of a measurement of TBW alone by these researchers lies in the relationship of TBW,

along with age, gender, height, and weight, to lean body, or FFM, a clinical measurement of consider-

able importance. However, FFM is more closely related to intracellular water (ICW). 2° Therefore, TBW,

while useful for normal subjects, produces invalid results when the extracellular-to-intracellular water

ratio (ECW/ICW) is not normal. The ECW/ICW ratio is a fundamental component of p which is assumed to

be a known constant. If this value is unknown (as in diseased subjects) or changing (as in acute HDT

studies), it must be measured for accurate results. A number of researchers are investigating muhiple-

frequency bioimpedance analysis (MFBIA), which, as described in the next section, allows estimation of

the ECW/ICW ratio and therefore more general and accurate measurements of TBW, ICW, and FFM. 21,22

2.6 lntracellular and Extracellular Fluid Impedances

Cell walls are made of lipid bilayers which act as imperfect insulators to an electric cmvent. Any

insulator bounded by conductors in an electric field develops opposing charges across the membranes,

forming a dielectric with a characteristic capacitance and charging rate. As depicted in figure 2a, this

capacitive effect causes an oscillating current source through the length of tissue to follow a path around

cells at low frequencies. At higher frequencies, the cell wall capacitances act more as a short, allowing a

more straight-line movement of current through the total fluid space. 23

High-Frequency
Intracellular Path

i illHI

Low-Frequency
ExtracellularPath

Figure 2a. Simplified body segment illustrating high-frequency and low-frequency

current paths.

Figure 2b depicts these paths as an electrical circuit model. Low-frequency current is blocked by

the membrane capacitance from entering the intracellular fluid, thus it encounters only extracellular

resistance, R e. Alternating current (AC) with sufficient high-frequency alternatively charges and

discharges the membrane dielectric, allowing current to flow through the cell, encountering intracellular

resistance, Ri, and R e.

7



Ri Cm

Figure 2b. Equivalent electrical circuit model of electrical conductive path

through a body segment.

The electrical impedance encountered by a high-frequency oscillating current is small compared

one with low frequency. The reactance due to membrane capacitance, C m, at high frequencies can be

neglected compared to R i and R e. Thus the resulting high-frequency impedance equals two resistances in

parallel with a phase angle near zero. 14 Mathematically this frequency-dependent resistance, or impedance, is

a function of frequency, implying that volume is frequency dependent as well

V((o)- pL2 (3)
z(c0) '

where the impedance Z(¢o) can be derived from the equivalent circuit in figure 3

Z(oJ) = Re(l + J°aCmRi)
I + jo)C,,,(Ri + Re)

(4)

which can be broken into real and imaginary components

Z(oJ)= R(oJ)+ jX(o_) ,

where the real component R(oJ) is

(5)

I + c02C2_( Ri + Re )2

and the imaginary componenet X(co) is

- co C m R 2

2 2(Ri+Re)2l+co C m

(7)

and can be represented in polar form

z(oJ)= lz(co)+4,{z(o.,)}

with magnitude IZ(o))I and phase ¢{Z(co)} characteristics which are functions of frequency.

(8)
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A plot of this complex equation is presented in two forms in figure 3(a) and 3(b). Figure 3(a)

contains a polar plot with the resistance verses absolute value of the reactance. Figure 3(b) is a Bode plot

of approximately the same data. Reactance (X) versus resistance R is plotted for varying frequencies. R 0

is the resistance at a frequency of zero and Roo is the resistance at infinite frequency, coc is the characteristic

frequency which equals l/2pRiC m for the current in figure 2b.

(a)

(b)

Absolute Value

of Reactanc,
abs{x(c_)|
in ohms

Magnitude (db)

Phase (degrees)

Z(m)=R(_') + jX(t_)

=100 kHz

R Ro

IncreasingFrequency

lid

Real(Z)
Resistance,
R(°),
in ohms

ncy (kHz))

Figure 3. Complex plot of equivalent circuit.

In the polar plot of figure 3(a), {Real(Z(co), Imag{Z(co)} are plotted as frequency co varies from

zero to infinity, producing a semicircle which crosses the real axis at two points with a maximum

reactance at frequency oh3. At frequencies <5 kHz, the extracellular resistance, R e, of the tissue domi-

nates and the impedance has a large magnitude (and real component) and small phase (and imaginary

component). As the measurement frequency increases, cell membrane capacitance, C m, increases the

reactance, decreasing the total magnitude and increasing the phase lag. The locus has an apex at a

characteristic frequency, coc, (=50 kHz for most muscle tissue, 2 MHz for whole blood), at which the

reactive component is maximized. Above the characteristic frequency, the impedance magnitude and

phase angle decreases until at very high frequencies the reactance is negligible, resulting in an equivalent

circuit of parallel resistances R e and Ri.24

9



2.7 The Advantages of Multiple Frequency (Spectroscopy) Measurement

The simple equivalent circuit of figure 2b has been used by many investigators to determine

intracellular and extracellular impedances. A few researchers measure whole-body impedance at a

number of frequencies (2 to 6) between 5-100 kHz, generate the polar plot and visually fit a circle to the

data. 2°,22 Using this procedure to determine R 0, Roo, and O)c;R e, R i, and C m of the equivalent circuit in

figure 2(b) can be determined using the identities:

R e = Ro (9)

R_= RiRe-- (10)

Ri +R e

and

1
=-- (ll)

fc 2Jrr ,

where r = system time constant = RiC m.

However, actual measurements of impedance spectra have been Shown to contain a phenomenon

called "depressed loci. ''14'23'25 This phenomenon, attributed to the cellular inhomogeneity of the tissue

being measured, is thought to be due to a distribution of time constants, known as ,8 dispersion. As

depicted in figure 4(a), a tissue with two distinct time constants or electrical relaxation times (possibly

(a)

<

_1_
>to rl

, ±

(c) (d)

-X

R

-X

Figure 4. Equivalent circuit model and complex impedance locus for a system with

two time constants (a) and (c), and a system with a distribution of n time

constraints (b) and (d). A distribution of time constants causes a "depressed"

impedance locus.
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dueto two cell sizes,internalionicstrengths,and/ormembranethicknesses)hastwo "humps" in the
modifiedpolarplot.As thenumberanddispersionof timeconstantsincreases(fig. 4(b)), thedistribution
of humpseffectivelyproducesacircularsectionlocuswhosecenterisdepressedbelowtherealaxis.

Thefrequency-domaintransferfunctionis basedonadmittanceratherthanimpedance.Coleand
Colefirst derivedafrequency-domaintransferfunction for modelingdielectricflmds."_ Their basic
formulais

Z* - Zoo = Z 0 - Zoo

l + (j(OTO) 1-a

(12)

where Zoo is the impedance at infinite frequency, Z 0 is the impedance at 0 frequency (i.e., direct current

(DC),j is_[-1, and Z* is the complex impedance locus based on polar coordinates with origin at Zoo. The

variable a, 0 < a < I, is introduced to incorporate the distribution of time constants. As depicted in

figure 4(d), a(rt/2) is the angle between the resistance axis and a vector from the locus crossing at

infinite frequency to the center of a circle whose section makes up the locus. Therefore, greater a pro-

duces a more depressed locus. An a equaling zero produces a model with one time constant, while an a

of 1 effectively produces a system with infinite dispersion and a flat locus. Dimensionless, a typically

increases from 0.15 to 0.20 in the human calf when the subject changes from sitting to supine, indicating

an increase in the dispersion of cell size and/or internal resistivity. 26

Kanai et al. 23 expressed the Cole-Cole model as a function of admittance, Y:

1

Y((o) =--+l 1 R i (13)

Re Ri l+(jcoro) (l-a) '

where v0 is the mean time constant of the time-constant distribution. The time-constant distribution is

related to the Kanai equation through:

1 1 l j-oO F(r)
Y(co) Re Ri Ri 1 + joov dr ,

where F(r) is the Cole-Cole distribution function

(14)

F(r)= 1 sin(a/r)

This shows that although the distribution function for the time constants would be a normal

distribution if the effective characteristics are statistically distributed, Cole and Cole found the more

suitable distribution function of eq. (15) through actual measurements of die|ectrics in suspension. 25

(15)

11



Figure5graphicallycomparesthesetwo dispersionfunctions:

(a) LogarithmicGaussiandistribution:N(s) - --
l ,') "_

e

(b) Cole-Cole distribution: F(s)= 1 sin(an')

cosh((1- oOs)-cos(a ')

Where s is the relaxation time constant of the dielectric in suspension, u the mean, and o'is the

standard deviation.
0.12

0.1

0.08

i_" 0.06

0.04

0.02

0

(a) Logarithmic Gaussian Distribution (Variance=1.5)
.... (b) Cole-Cole Distribution (Alpha =0.7)

-1 -0.5 0 0.5 1

/oo, (¢_'o)

.5

Figure 5. Distribution of relaxation times F(s), where s=loge(r/r0) and r/r 0 is the
normalized relaxation time.

The normal distribution requires a larger concentration of relaxation times for values of close to

r0 .25 However, this distribution was developed by measurement of dielectric liquids (i.e., ethyl alcohol)

and preliminary research shows that combined modification of the variance and gain of the normal

distribution can approximate any Cole-Cole distribution with value a. The advantage of the Cole-Cole

distribution may be its simpler relation to a frequency-domain transfer function.

2.8 Parameter Identification for Total Body Water Volume Estimation

Use of multiple-_quency impedance measurements with a linear regression fit to the Cole-Cole

model is becoming standard practice in current literature. Both whole-body composition investigations

and isolated-segment fluid volume analysis have been reported by investigators to improve the accuracy

of estimations of fluid volumes by measuring impedance at multiple frequencies and fitting the data to

the Cole-Cole model (eq. (12)).
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Cornishet al.comparedsingle-frequencyimpedancemethods,or bioimpedanceanalysis(BIA)
with multiple-frequencymethods,or bioimpedancespectrometry(BIS).22 They measured the whole-

body impedance magnitude and phase of 42 rats at six frequencies from 1 to 100 kHz and least-squares

fit the data to the Cole-Cole equation (eq. (13)). They compared the results to those derived at a single

frequency (50 kHz) with independent measures of TBW using deuterium oxide dilution and ECW using

isotope [3H]-inulin. The multiple-frequency BIS estimation with least-squares fit to the Cole-Cole

parameters was used to determine TBW by estimating the resistance at the characteristic frequency (Re).

This value was not much improved over the single-frequency method (correlation coefficient 1"=0.965 for

BIS versus r=-0.950 for BIA). However, the BIS determination of R 0 (impedance magnitude at zero

frequency derived from Cole-Cole least squares) was quite accurate (r=-0.993), showing that the use of a

Cole-Cole derived R 0 improves approximation of R 0 by direct measurement at 5 or I kHz.

Similarly, Lichtenbelt et al. 27 compared whole body TBW and ECW measurements using a

standard two-frequency technique and multiple-frequency Cole-Cole fitting technique with TBW and

ECW measurements and deuterium and bromide-dilution techniques. They found a much smaller

(+0.04) standard deviation in ECW measurements when the multiple frequency-derived ratio Recw/Ric w

was included versus the standard deviation (+0.22) from the two-frequency (1 and 100 kHz)

technique.

These results tend to support the underlying utility and theory of Cole-Cole for whole-body

analysis. However, TBW prediction using a single high-frequency impedance estimate does not show

much improvement, perhaps because a single-specific characteristic resistivity p for both intracellular

and extracellular fluid volumes is implicit in the calculation of R c, the characteristic impedance magni-

tude, or R_, the extrapolated impedance magnitude at infinite frequency. K. Cole, 28 studying cells in

suspension, found that Pecw averages 3 to 4 times higher than ,Oicw, possibly due to the exquisite control

of ionic diffusion exerted by cells. 13 This suggests that a slightly improved model may contain an

extraceilular resistance which is set at 3 to 4 times higher than that of intracellular resistance.

2.9 lntracellular and Extracellular Volume Measurement in a Single Body Segment

Kanai et al. 23 was the first to report that an impedance spectrum numerically fit against the

Cole-Cole model can be used to measure intracellular and extracetlular resistance, cell membrane

capacitance, and a dispersion in the human calf. No attempt was made, however, to determine fluid

volurnes, presumably due to inconsistencies in published specific resistivity "constants" 19of fluids, but

instead demonstrated qualitative changes in intracellular and extracellular resistivities before and after

exercise.

A few years after Kanai, a group of researchers at Duke University led by Gerth 26 published a

description of a system, based on a commercial impedance analyzer, for time-series measurement of

impedance with linear regression analysis to the Cole-Cole equation. In a protocol lasting a total of

! 80 min, they measured the impedance spectrum at 5-min intervals, performing least-squares regression,

and plotted Cole-Cole parameters R i, R e, C m, and dispersion coefficient a in the calf and thigh of four

human subjects. Gerth and Watke 29 subsequently demonstrated the system by measuring changes in

fluid volumes due to diuretics in neurosurgical patients. The instrument requires 70 sec to acquire and

analyze the impedance at 50 frequencies between 3 and 150 kHz, producing estimates R i, R e, C m, and

13



dispersion coefficient a. 29 In addition, Sasser et al. 3° have applied the system in vivo to measure

osmotically induced cellular volume changes in the hind-limb of six rats. The data conformed well

qualitatively with the theoretic magnitudes and directions of perfusate concentrations which produce

changes in cellular volume.

Figure 6 illustrates the results of the calf measurements of one subject from the Gerth et al. study. 26

The subject began in an upright, seated position and at 30 min moved to a supine, 6 ° HDT posture.

This position was maintained for 90 rain when they returned to the seated position. No independent

measurement of these values was performed for comparison due to the difficulty of otherwise providing

measurements of intracellular and total water in an isolated human body segment.

Ri 176.68

R_ 80.46i

Seated ', HDT i Seated

!

-- ----
iii i lU

I I I

60 120 190

ElaspedTime(rain)

Figure 6. Cole-Cole model parameters over time.

There are a number of interesting phenomena apparent in the plot. Recall from equation (2) that

resistance values are inversely proportional to volumes assuming constant specific resistivity. Rapid

increases in calf R e with movement to HDT suggests a rapid emptying of calf vessels as hydrostatic

pressures decrease. After about 10 min, this rapid increase in resistance, indicating a rapid decrease in

fluid volume, halts when a new intravascular intersegmental hydrostatic balance is achieved. It is

replaced with a Starling-mediated slow shift of fluid from interstitial spaces into the vasculature and

out-of-the-calf segment. This slow decrease in extracellular volume is mirrored by a decreasing R i. This,

along with the increase in ceil membrane capacitance suggests that the calf cells (counterintuitively)

enlarged when the subject reclined.

Also interesting are the dynamics of the cellular time-constant dispersion coefficient o_.Values of

increase toward I indicating a widening of the distribution of tissue time constants. An individual

cell's time constant can change due to an increase in R i or Cm. An increase in a, indicating an increase in

standard deviation around an average value, indicates a broadening in the dispersion of cell sizes. Cells

closest tO capillary membranes may react first and more strongly, with a delay in the propagation of the

effects of hydrostatic and osmotic forces through the interstitial gel. Upon return to the seated position,

a quickly returns to its smaller value, suggesting that the return of hydrostatic pressure rapidly instigates
a return of the cells to uniform size.
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These observations are based on the analysis of Gerth's plot of a single subject. Obviously, the

validity and sensitivity of the measured parameters must be determined before it becomes the basis for

extensive modeling and analysis.

As described, the literature suggests that EIS, BIS, and MFBIA, with subsequent least-squares fit

to the Cole-Cole model comprises the state-of-the-art in in vivo fluid measurement using applied electri-

cal potentials. Although application of the Cole-Cole model corrects for an apparent distribution of cell

resistivities possibly due to cell size and/or ionic concentration, the theory assumes a perfectly homoge-

neous suspension of spheroids in a cylinder. More accurate geometric measurements of volumes may

produce slight improvements 31 and analysis of the impedance characteristics of specific tissue types 32

have been considered. Uncertainties in intracellular and extracellular resistivities, Pecw and ,Oicw, make

it difficult to measure absolute fluid volumes, but changes in intracellular and extracellular fluid volumes

in specific segments can be measured accurately. In fact, with a sufficient number of data points in a

spectrum and a more accurately modeled relation between ionic strengths of various tissues; intracetlular,

extracellular, and whole-blood volume changes can be measured.
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3. INSTRUMENTATION DESIGN CONSIDERATIONS

After providing theoretical and practical reasons for using a four-electrode, or "tetrapolar,"

instrumentation system, two top-level instrument designs are present. The swept-sinusoid design has

the advantage of simply deriving the frequency-domain impulse response in analog hardware. The

programmable-wave design is centered around the software of a sigital signal processor (DSP) which

provides much more flexibility in designing the stimulus wave and therefore may produce a quicker,

more accurate response.

3.1 Rationale for a Tetrapolar System

Ackman 14 reports that early research in bioetectric impedance analysis performed measurements

using two electrodes. Current was imposed through the body with the same electrodes used to measure

the resulting voltage. While this system has the advantage of simpler design and application, it only

gives accurate results when electrode contact impedance is considerably smaller than the tissue

impedance to be measured.

Biologic tissue has very low impedance. Calf impedance magnitudes from 3-150 kHz derived

from data provided by Gerth 26 have a maximum of 38 D. On the other hand, the impedance of elec-

trodes and leads reported by Ackman 14 are variable depending on design and application but can be as

high as 58 kff2. Although the use of electrode gel and driven shields can reduce this impedance, a

two-electrode system has an electrode impedance which "swamps" the tissue impedances. A four-electrode

apparatus with a constant current source reduces the effects of electrode impedance.

To alleviate this problem, state-of-the-art bioelectrical impedance techniques in the literature use

a tetrapolar technique as depicted in figure 7. As reviewed by Avhandling 24 the impedance Z c is the

desired measurement. A constant current is applied through a pair of outer electrodes while the resulting

voltage is measured through inner electrodes as depicted in figure 7. Z 1 and Z 2 are undesired electrode

and lead impedances in the current source circuit. The effects of these impedances are minimized with a

good constant-current source design which maintains the current excitation through the circuit with

impedances Z l, Z L, and Z 2 throughout the impedance magnitude and frequency ranges of interest.

The voltage E L across the load Z/_ is to be measured, while the voltage E m is the one actually

presented at the input terminals of the instrument due to the effects of stray lead and electrode imped-

ances Z 3 and Z 4. In addition, a measurement impedance Z m is unavoidable but can be made large by

using a high-frequency instrumentation amplifier. The voltage, or electromagnetic force, E ! across Z 1

is given by

E L = E m 1 + (16)
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thereforeif themeasurementamplifier impedanceZ m is considerably larger than Z c = Z3+Z 4 then there

is essentially no current flowing through the measurement circuit and the effects of Z c are minimized.

Constant Current

1 (1 ' S°urce i
................ i

:ZI_'-_ ZL mr-" :z2 _
: I_"-EL f I : system

i

, , Being

Z3 Z4 Measured

•, ,'Measurement
, ," Instrumentation

- ",,' Amplifier "

Figure 7. A tetrapolar impedance measuring system with electrode impedances

included (adapted from Avhandiing (1985)).

3.2 swept Sine Prototype High-Level Diagram and Description

As depicted in figure 8, a tetrapolar system imposes an oscillating current with constant peak

amplitude through the outer electrodes and measures resulting voltage through inner electrodes. Signal

conditioning circuitry rectifies and filters the AC voltage producing a DC rms value. The voltage

through a constant resistance is rectified and filtered to DC, producing a voltage proportional to current

for verification of constant current design. The impedance magnitude is computed as the measured

voltage divided by the measured current. The phase difference between the excitation current and

measurement voltage is determined by passing the imposed and measured signals through comparators

and finding the exclusive-or value of the resulting square waves. The frequency of oscillation is changed

and the process continues until an entire impedance spectrum from 1 kHz to t MHz is acquired at a

number of discrete frequencies.
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Figure 8. A high-level diagram of a swept sine electrical impedance spectrometer.
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4. PATIENT SAFETY CONSIDERATIONS

The most obvious concern with electrical impedance measurements is the susceptibility to

electrical shock. After all, EIS involves skin preparation and electrode placement to minimize resistance

to current. Fortunately, there are a number of design considerations which can be followed to produce

safe and effective electronics.

Olsen 33 describes many unsafe scenarios with design considerations for avoiding these hazards

and safety testing procedures. The scenarios include normal operation with incorrect readings, normal

operating applied current limits, abnormal macroshocks in any AC-powered electronic equipment, and

macroshocks in equipment with patient electrodes.

Normal operation can sometimes be dangerous in critical-care instrumentation if they produce

incorrect or hard-to-interpret readings. Examples are electrocardiographs, automatic defillibrators, and

respirators. Because the instrument to be developed in this research is to be tested on healthy, normal

subjects away from a clinical setting, incorrect readings are not considered dangerous.

Normal operation of an electrical impedance spectrometer imposes a constant peak AC (or as

proposed a white-noise current waveform) through the subject. Increasing this current increases the

signal-to-noise ratio (SNR) of the instrument. This current is limited by the threshold of perception.

According to Olsen, the threshold for perception for a current at 60 Hz is 0.5 mA and the "let-go"

current minimum at 60 Hz is 6 mA. Assuming that perception current increases with frequency similar

to that of let-go current, a 1,000-Hz signal has a threshold of perception of ---1 A. The EIS to be devel-

oped has a minimum frequency of 1,000 kHz with a maximum amplitude of 5 mA--more than 2 orders

of magnitude below the threshold of perception at this frequency.

Gerth 26 used an excitation current amplitude of 0.3 mA at 3 kHz, increased to a maximum of

5 mA at 1 Mhz, allowing maximum SNR and accuracy of measurement at the higher frequencies. The

adjustment described by Geddes 34 configures the drive current according to frequency using a log-log

relationship In (/) = mlnq) + b; where I is the current at frequencyf. Geddes describes safe values of the

parameters m and b.

As stated by Olsen, normal operation can cause macroshocks in any electronic equipment con-

nected to AC wall voltage used by and around people. These types of macroshocks occur when someone

who is grounded touches a portion of the instrument that is at a high voltage. This is especially hazard-

ous with equipment encased in a metal chassis that is not connected to earth ground. If an internal short

occurs between AC voltage and the chassis and a person who is otherwise grounded touches the case, a

macroshock condition can occur. This can be prevented by grounding the chassis to earth ground----the

third, green conductor in AC plugs. This practice also minimizes the effects of stray electromagnetic

interference (EMI). The ground-pin-to-chassis resistance limit is 0.15 if2 throughout the life of the

instrument. The chassis-to-ground leakage current should not exceed 100 laA for systems that are likely

to contact patients. These tests must be conducted on the instrument before each experiment.
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Macroshockpreventionisespeciallyimportantin anymedicalinstrumentor procedurewhich
reducesor eliminatestheresistanceof theskin.33BecauseEISmeasurementinvolvespreparingtheskin
andapplicationof gel electrodesto minimizeresistance,it iscritical thatfaults in the internalcircuitry
not propagateAC line voltagesacrosspatientelectrodes.This scenariocanbeavoidedby low-voltage
operation,electricallyisolatingthepatientleads,and/orbatteryoperation.

Theanalogelectronicsof theEISoperateat <15V,suchthatevenif thefeedbackin thevoltage-
controlledcurrentsourcecircuitry fails, theworst thatcanhappenis applicationof a+15-V sine wave at

1 kHz. A conservative estimate of electrode and tissue resistance of 500 f2 (preliminary measurements

indicate that each electrode provides resistance > i kf2) subjects the tissue a maximum current of 3 mA

at this frequency. This amplitude and frequency are only of concern as a microshock hazard if one of the

electrodes was placed inside or on the surface of the heart. 33

Otsen States that transformer isolation, Optical isoiation,or battery operation are the best ways to

prevent microshock or macroshock hazards. However, isolation transformers and analog optical isolation

amplifiers are typically designed for electrocardiogram (ECG) and other biopotential measurements with

maximum frequencies <10 kHz. Imposing these components between the subject and electronic circuitry

can cause unacceptable signal attenuation above this frequencY. The design goal in this research is to
analyze frequencies up to 1 MHz. Transformer and analog optical isolation components with this band-

width are very expensive or nonexistent. However, very fast digital optical isolation amplifiers are

common.

Battery power is a Common design Choice for external heart pacemakers. Battery power also

eliminates measurement noise from 60 Hz power and switching power supplies. However, digital

electronics (digital signal processors); static random access memories (SRAM's); and programmable

read-only memories (PROM's) in prototypical designs are power hungry and drain all but the largest

battery packs in a few hours. A system that uses batter5, power for analog circuitry with a common

AC/DC converter for digital circuitry may be the best compromise. Digital optical isolation amplifiers

should be used between the microcontrolier, digital-to-analog converter (DAC), and analog-to-digital

converter (ADC) to isolate the patient from AC voltages. A high-level schematic design of such a system

is given in the appendix.

Such a system passes the patient-lead tests described by Olsen (1978). These include limits of

<50 _tA in leakage currents measured between each patient lead and earth ground as well as <50 _tA

leakage currents between any two patient leads. AC isolation is tested by measuring current between the

patient leads and hot and neutral AC channels. This current must be <20 _tA.

.
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5. SOCIETAL IMPLICATIONS

This research could help humans live and work in space, improve medical diagnosis and treat-

ment of clinical patients on Earth, and improve other biological and materials research. Accurate and

real-time measurements of intercompartmental, intersegmental fluid shifts and changes in cellular

morphology in astronauts before, during, and after spaceflight could lead to better countermeasures

against the disabling orthostatic hypotension which results.l On Earth, many people are treated for fluid

retention, edema, and kidney failure. Accurate, low-cost, and noninvasive measurement of the time

course of compartmental fluid shifts could track improvements during therapy and allow clinicians and

researchers to measure real-time pharmaceutical effects of drugs on cell osmolarity and vascular

exchange. More accurate and validated EIS with equivalent circuit analysis could improve results in

other areas of biology such as seed germination and growth 35, monitoring of grape cells during fermen-

tation, and protein function in cell walls. Nonbioiogical applications include noninvasive measurement

of the structure and degradation of materials, and micro-ohm measurement and process monitoring

during annealing of metals and other conductive materials.
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APPENDIX--PRELIMINARY DESIGN OF A PROGRAMMABLE-WAVE

ELECTRICAL IMPEDANCE SPECTROMETER

Figure 9 shows an example of a programmable-wave electrical impedance spectrometer using a

DAC, voltage controlled current source, instrumentation amplifier with gain, anti-aliasing filter, and ADC.

PC

User

Interface,
DataStorage ,.--'-UART -'--,,

High
Speed
ADC

t
Anti-Aliasing

Filter

I.

Digital Signal _ EEPROM
Processor L

f ..-- SRAM

High
Speed
DAC

Voltage-
Controlled

Current
Source

m.,k, _

Figure 9. Preliminary design of a programmable-wave electrical impedance spectrometer.
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